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ABSTRACT 


^Methods  for  measuring  both  acoustic  and  vibrational 
power  flow  in  piping  systems  are  presented.  A  non-invasive 
dynamic  pressure  sensor  for  this  application  is  hypothesized 
and  a  prototype  based  on  polyvinylidene  flouride  (PVDF) 
piezoelectric  film  strip  is  developed.  Acoustic  Intensity 
measurements  made  in  a  straight  pipe  section  indicate 
measurable  interaction  with  the  pipe  wail  along  Its  length 
corresponding  to  acoustic  column  resonance  mode  shape. 
Difficulties  are  encountered  in  Implementing  structural 
intensity  measurements  for  verifying  energy  flow  paths 
for  this  particular  experimental  configuration.  PVDF 
strip  prototype  indicates  excellent  capabilities  for  non- 
invasive  measurement  of  dynamic  pressure  inside  pipe 
at  low  frequencies.  Future  investigations  on  a  similar 
system  with  a  90  degree  elbow  are  discussed.  - - 
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INTRODUCTION 

The  measurement  of  power  flow  associated  with  both  fluid  acoustic  and  structural 
wave  propagation  has  become  possible  in  the  last  decade  due  to  the  development  of 
two  point  intensity  measurements.  The  direct  measurement  of  fluid  acoustic  inten¬ 
sity  was  first  attempted  by  Olson*.  Although  numerous  other  investigators  have 
made  contributions  to  this  field  in  the  ensuing  period^>3>^t  no  significant 
improvements  in  the  measurement  approach  were  realized  until  the  mid  70 's  when 
Fahy^  and  Chung**  determined  that  acoustic  intensity  was  proportional  to  the 
imaginary  component  of  the  cross  spectrum  obtained  from  two  closely  spaced  micro¬ 
phones.  This  insight  coincided  with  the  development  of  inexpensive  portable 
dual  channel  fast  Fourier  transform  (FFT)  spectrum  analyzers  which  made  these 
measurements  simple  to  perform.  Furthermore,  the  use  of  this  fully  digital 
analysis  equipment  hastened  the  development  of  intensity  measurements  since  an 
order  of  magnitude  better  precision  could  be  achieved.  Since  Fahy  and  Chung's 
work,  there  has  been  much  activity  in  the  area  of  acoustic  intensity  measurements 
although  the  area  still  remains  one  of  active  research. 

The  use  of  intensity  measurements  in  structures,  i.e.,  to  measure  the 
analogous  power  flow  associated  with  vibrational  motions  in  structures  has  received 
much  less  attention.  An  intensity  measurement  approach  for  measuring  vibrational 
power  flow  in  structures  was  first  attempted  by  Noiseux^.  Prior  to  this  work, 
the  measurement  of  vibrational  power  flow  had  been  considered  by  experiments  in 
the  area  of  statistical  energy  analysis  (.SHA)^’^  using  other  measurement  ipproaches. 


Although  intensity  measurements  in  structures  are  inherently  subject  to  greater 
errors,  good  experimental  results  have  been  reported  by  a  few  authors  * u 1 •  * 2 . 
It  is  these  successes  in  the  use  of  intensity  measurements,  at  Least  in 
laboratory  settings  that  led  to  the  idea  of  using  this  measurement  approach  for 
studying  structure/fluid  interaction  in  piping  systems.  Since  the  transfer  of 


energy  from  one  medium  to  the  other  Is  Implicit  in  any  Interaction  phenomena, 
intensity  measurements  which  have  the  potential  of  measuring  this  energy  exchange 
directly  provide  an  excellent  tool  for  Investigating  these  phenomena. 

THEORY 

Intensity  Measurements 

The  formula  to  be  used  for  measuring  acoustic  power  using  2  point  intensity 
measurements  is  given  below  and  derived  in  reference  [12]. 

l*(£) '  skr  u  [°2i(»] 

(1) 

Where  G2j(f)  is  the  cross  spectrum  between  two  closely  spaced  pressure  transducers 
(hydrophones,  microphones,  etc.).  This  expression  is  derived  from  the  basic 
definition  of  power,  i.e.,  the  average  force  exerted  thru  a  distance,  which  for  the 
acoustic  case  is  the  time  average  product  of  the  pressure  and  the  particle  velocity. 
The  velocity  which  is  proportional  to  the  pressure  gradient  is  estimated  using  a 
finite  difference  approximation  from  the  output  of  two  closely  spaced  pressure 
transducers.  The  spacing  between  the  sensors  should  be  less  than  1/4  wavelength. 

If  plane  wave  propagation  in  a  pipe  is  assumed,  the  x  direction  corresponds  to  the 
longitudinal  axis  of  the  pipe.  Since  the  sensors  are  very  close  together,  the 
accuracy  of  the  measurement  depends  largely  on  the  phase  accuracy  of  the  sensors 
and  the  measurement  system.  This  is  especially  true  if  large  reverberation  levels 
are  present  as  will  be  discussed  later.  This  fact  represents  a  potential  liability 
for  using  the  intensity  technique  for  examining  sometimes  small  local  interaction 
between  media  in  the  presence  of  large  local  reverberation  since  the  possibility 
exists  that  the  errors  in  the  intensity  measurement  due  to  phase  errors  may  be 
greater  than  the  interaction  phenomena  being  studied. 


The  analogous  expression  for  Che  power  flow  associated  with  one  dimensional  flexural 
vibrations  In  simple  structures  Is  given  In  equation  (2). 
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This  expression  Is  also  derived  in  detail  in  reference  [12]  and  results  from  a 
number  of  simplifying  assumptions.  Most  importantly,  the  expression  is 
not  valid  near  discontinuities  since  it  is  assumed  in  the  derivation  chat  the 
evanescent  nearfield  terms  corresponsing  to  flexural  motion  are  negligible.  This 
does  not  represent  a  major  difficulty,  however,  since  for  modes  above  the  first  few 
it  is  usually  possible  to  be  suffiently  far  (1/4  wavelength)  from  the  ends. 

There  are  a  number  of  other  related  methods  based  on  measurements  from  combinations 
of  strain  gages,  longitudinally  mounted  accelerometers  and  transversely  mounted 
accelerometers  which  can  also  be  used  to  measure  the  one  dimensional  flexural 
power  flow*3  although  the  one  given  has  been  best  documented  experimentally. 
Although  equation  (2)  has  been  derived  for  a  beam,  it  is  easily  extended  to  the 
beam  like  vibrations  of  pipes  (n=l)  simply  by  using  the  appropriate  value  for 
moment  of  inertia. 

The  largest  source  of  error  associated  with  both  structural  and  acoustic 
intensity  measurements  is  due  to  phase  inaccuracies  of  the  measurement  system^. 
Equations  which  predict  the  error  in  the  intensity  measurement  resulting  from  a 
measurement  phase  error  ^  are  derived  in  detail  in  reference  (11)  and  are  given 
for  the  acoustic  and  the  structural  case  respectively  by  equations  (3)  and  (4). 
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Perhaps  the  most  important  parameter  in  these  equations  are  n  and  R  which 
relate  to  the  reverberation  levels  present.  For  very  large  levels  of  reverberation 
extremely  precise  phase  accuracies,  i.e.,  on  the  order  of  .1  degrees  are  required 
to  make  accurate  Intensity  measurements. 


STANDING  WAVE  RATIO  MEASUREMENTS 

Estimates  of  power  flow  in  a  one  dimensional  field  can  be  obtained  from 
measurements  of  the  standing  wave  nature  of  the  field.  In  a  way  analogous  to  the 
measurement  of  absorption  coefficient  using  the  standing  wave  ratio  (SWR)  of  the 
nodal  to  the  antinodal  response,  the  measurement  of  power  flow  can  be  obtained 
from  the  product  of  the  RMS  pressures  at  the  node  and  antinode.  This  was  first 
demonstrated  for  the  acoustic  case  by  Bies  and  Hansen^  and  was  extended  to 
the  structural  case  in  reference  { 1 2  J .  For  the  acoustic  case,  the  formula  relating 
acoustic  power  flow  to  the  standing  wave  product  is  given  by  equation  (5). 

I  (f)  =  -uP-l-’ 

x  '  1 


It  should  be  pointed  out  that  this  approach  is  also  valid  if  there  is  distributed 
loss.  For  this  case,  the  amount  of  distributed  damping  is  characterized  by  the 
values  at  the  node  which  become  smaller  as  energy  is  dissipated  along  the  Length. 
The  values  at  the  antinode  remain  relatively  unchanged  from  one  antinode  to  the 
next.  This  idea  is  discussed  in  greater  detail  in  reference  [16]. 

5 


ACOUSTIC  INTENSITY  MEASUREMENTS  BASED  ON  PIPE  WALL  VIBRATIONS  ACCELEROMETER 
APPROACH 

The  iniclal  plan  for  making  fluidborne  and  structurebome  intensity  measure¬ 
ments  in  this  study  was  to  use  the  accelerometer  data  to  estimate  the  power  flow 
in  both  media.  Such  a  nun-invasive  acoustic  intensity  measurement  scheme  has 
potential  advantages  in  that  it  does  not  require  drilling  pipe  walls  for  wall 
mounted  pressure  transducers.  The  advantages  are  that  1.  measurements  can  be 
easily  made  at  any  location  along  the  pipe  without  a  prior  knowledge  of  the 
pressure  field;  2.  pipe  wall  characteristics ,  therefore,  vibration  characteristics 
are  not  altered  and;  3.  turbulent  boundary  layers  are  not  be  altered  in  the  case 
of  fluid  flow.  The  concept  is  roughly  based  on  the  work  of  Davidson  and  Smith 
(unreported)  who  successfully  demonstrated  that  the  summed  output  from  four 
accelerometers  mounted  around  the  circumference  of  a  pipe  could  be  used  to  measure 
the  dynamic  pressure  inside  the  pipe.  They  showed  that  summing  the  outputs  of 
the  individual  accelerometers  it  is  possible  to  discriminate  against  motions 
attributable  to  the  modal  characteristics  of  the  pipe  at  frequencies  below  the 
first  axisymmetric  breathing  mode.  In  this  way  it  is  possible  to  relate  the 
dynamic  pressure  in  the  pipe  to  the  radial  displacement  dr  obtained  from  summing 
the  accelerometer  outputs  by  the  expression: 


Experimental  results  obtained  by  Davidson  and  Smith  showing  good  comparison 
between  pressure  measured  with  a  hydrophone  and  pressure  obtained  from  the  four 
accelerometer  approach  are  shown  in  figure  (1). 

The  initial  concept  to  be  used  in  this  study  was  based  on  the  fact  that  although 
accelerations  of  pipe  are  largely  due  to  its  structural  vibration  modes,  there 
Is  a  measurable  component  due  to  the  elastic  "breathing"  of  the  pipe  wall  in 
response  to  the  internal  dynamic  pressure.  If  the  frequency  corresponding  to 
this  dynamic  pressure  could  be  identified,  it  should  be  possible  to  use  the 
information  from  two  accelerometers  to  measure  the  acoustic  intensity  inside  the 
pipe.  Again,  the  assumption  here  is  that  the  breathing  response  does  not  vary 
significantly  around  the  circumference  so  that  two  accelerometer  measurements 
made  at  arbitrary  circumferential  locations  will  yield  the  same  result.  Using 
this  assumption,  an  expression  for  acoustic  intensity  based  on  the  response  of 
two  accelerometers  mounted  transversely  on  the  pipe  wail  with  Longitudinal  spacing 
•^x  is  obtained  by  combining  equations  (1)  and  (6)  to  get 
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PIEZOELECTRIC  STRIP  APPROACH 

Initial  experiments  indicated  that  it  was  not  possible  to  obtain  meaningful 
acoustic  intensity  using  the  two  accelerometer  approach  given  in  equation  (7). 

This  conclusion  was  reached  since  accelerometer  measurements  made  at  various 
Locations  on  the  pipe  wail  with  the  pipe  being  excited  acoustically  at  frequencies 
coinciding  with  acoustical  column  resonances  bore  little  resemblance  to  the 
internal  pressure  field  but  rather  seemed  to  coincide  with  off-resonance  excitation 
structural  modes.  It  was  therefore  impossible  to  establish  a  simple  linear 
relationship  between  Internal  pressure  and  structural  response.  This  led  to  the 
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need  for  Che  development  of  ocher,  non-lnvaslve  techniques  for  measuring  acouscic- 
pressure  and  acoustic  intensity.  The  scheme  of  Davidson  and  Smith  was  considered 
cumbersome  since  to  perform  two  point  intensity  measurements  would  require  a  total 
of  eight  accelerometers.  Such  a  large  number  of  accelerometers  creates  the 
possibility  of  large  cumulative  errors  resulting  from  even  moderate  phase  errors 
of  the  individual  accelerometers.  Any  approach  should,  however,  maintain  basic 
feature  of  the  Davidson/Smith  approach,  i.e.  to  be  able  to  discriminate  against 
the  pipes  modal  response  characteristics  and  measure  only  internal  dynamic  pressure 
The  basic  idea  behind  the  Davidson/ Smith  approach  is  shown  in  figure  (2)  which 
shows  the  various  circumferential  and  axial  modes  characteristic  of  thin  wailed 
cylinders1^.  These  modes  correspond  to  che  circumferential  and  axial  standing 
wave  pattern.  The  output  from  U  accelerometer  mounted  at  the  Locations  shown 
will  sum  to  zero  for  all  modes  except  n  »  0.  The  so  called  n  *  0  mode  corresponds 
to  the  breathing  resonance  of  the  pipe  wail  and  usually  occurs  at  verv  high 
frequencies  .  Therefore,  in  theory  cancellation  is  accomplished  up  to  this  mode 
of  vibration.  On  the  other  hand,  the  response  of  the  pipe  waiL  to  an  internal 
pressure  field  will  not  sum  to  zero  if  the  accelerometer  outputs  are  summed.  If 
this  pressure  field  Is  characterized  by  plane  wave  propagation,  the  pipe  wall 
will  undergo  an  elastic  n  *»  0  response  as  described  by  the  simple  hoop  stress 
model  given  by  equation  (6).  In  theory,  this  concept  should  hold  for  ill 
frequencies  beLow  the  breathing  resonance  frenuencv.  Near  this  freiuencv,  -he 
resonant  behavior  of  the  pipe  wail  will  uciset  the  linear  relationship  between 
the  summed  output  and  the  internal  pressure  given  bv  equation  (o'). 

The  concept  discussed  above  using  a  discrete  acce  leromecers  sensors  mounted 
around  the  circumference  of  the  pipe  can  be  extended  to  a  single  continuous 
sensor.  Imagine  for  example  if  it  were  possible  to  construct  an  accelerometer 
which  goes  all  the  way  around  the  circumference  of  the  pipe  wall.  This  idea  is 
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shown  in  figure  (3).  Figure  (4)  shows  Che  charge  generated  on  Che  piezoelectric 
eleaenc  for  a  few  typical  n,  m  modes.  In  a  way  similar  to  Chat  shown  in  figure 
(1),  all  Chese  modes  will  cause  distributions  of  charge  on  the  element  which  will 
sum  to  zero.  There  will,  however,  be  a  net  charge  resulting  from  axlsymmetric 
motion,  i.e.,  the  n  ■  0  mode  of  vibration  corresponding  to  the  axlsymmetric 
Internal  pressure  field. 

Initially,,  the  idea  of  constructing  such  an  accelerometer  was  considered. 

Recently  available  piezoelectric  materials  based  on  poly viny lidene  flouride 
(PVDF)18»19  are  much  more  flexible  than  conventional  ceramic  materials  based  on 
titanates  or  lead  zirconite,  so  that  they  can  be  wrapped  around  a  pipe  and  used 
on  large  surface  areas  without  the  possibility  of  breaking.  The  expected  difficulty 
with  the  approach  was  that,  to  get  an  adequate  signal  from  the  piezoelectric 
element  requires  that  the  piezoelectric  element  be  quite  thick  and  that  the 
seizmic  mass  be  quite  heavy.  Both  these  requirements  imply  that  such  a  device  be 
unacceptably  Large. 

Another  approach  which  was  considered  was  to  use  a  conventional  strain  gage 
wrapped  around  the  pipe  to  measure  the  circumferential  strain  and  cancel  the 
strains  associated  with  ocher  motions  in  a  way  similar  to  the  continuous  accelero¬ 
meter.  Initial  calculations  indicated  that  strains  on  the  order  of  10-3  micro-strain 
would  result  from  che  internal  dynamic  pressure  for  the  experimental  setup. 

These  strain  levels  are  ouch  smaller  chan  that  conventionally  achieved  using 
standard  strain  gages.  These  calculations  revealed,  however,  that  a  continuous 
piezoelectric  film  wrapped  around  che  pipe  wall  will  give  adequate  response  to 
breathing  strain.  In  a  way  entirely  analogous  to  the  continuous  accelerometer 
approach  strains  associated  with  circumferential  and  axial  vibration  modes  will 
form  a  charge-pattern  on  the  piezoelectric  element  similar  to  that  shown  in 
figure  (4).  In  this  case  however,  che  charge  will  be  generated  by  localized 
strains  in  che  pipe  wall  as  compared  to  the  compression  resulting  from  the  force 


exerted  by  a  seizmic  mass  for  the  accelerometer  case.  The  motion  of  the  pipe 
wall  will  create  a  net  charge  only  for  the  n  -  0  mode.  The  relationship  between 
the  Internal  pressure  field  and  the  net  dynamic  circumferential  strain  ec  given 
by  equation  (8). 

2e  Et 


EXPERIMENT 

EXPERIMENTAL  FACILITY 

An  experimental  facility  was  established  to  investigate  if  intensity  measure¬ 
ments  could  be  made  with  sufficient  accuracy  to  measure  fluid/structure  interaction 
phenomena.  This  facility  shown  in  figures  (5)  and  (6)  consists  of  a  10  ft.  Long, 

4  inch  diameter  aluminum  pipe  with  1/4  inch  wall  thickness.  The  pipe  is  acoustically 


excited  by  means  of  a  J-9  pressure  transducer  mounted  at  the  bottom.  Structural 


vibration  energy  of  the  transducer  was  isolated  from  the  pipe  wall  using  the 
rubber  sleeve  of  the  J-9.  Initially,  only  accelerometer  measurements  were 
anticipated.  The  difficulty  associated  with  using  these  accelerometer  measurements 
to  determine  internal  acoustic  pressure  Led  to  the  necessity  of  using  hydrophones 
lowered  from  the  open  end  of  the  pipe  to  measure  acoustic  pressure.  Acoustic 
intensity  measurements  were  made  at  various  Locations  using  two  evenly  spaced 
hvdrophones  which  were  Lowered  and  raised  inside  the  pipe.  Structural  intensity 
measurements  were  also  made  on  the  pipe  wall.  The  pipe  also  provided  the  capability 
of  evaluating  the  effectiveness  of  the  piezoelectric  strip  for  measuring  the 
internal  acoustic  pressure  field.  The  output  from  the  sensors  were  all  conditioned 
using  Klstler  5004  charge  amplifiers.  The  spectral  analysis  was  performed  using 
a  Nicolet  660  dual  channel  spectrum  analyzer. 


RMS  PRESSURE  AND  ACOUSTIC  INTENSITY  MEASUREMENTS 


Dynamic  pressure  measurements  were  made  inside  the  pipe  using  two  Celesco 
LCIO  hydrophones  which  are  approximately  2-1/8  inches  long  and  1/3  inch  in  diameter. 
By  raising  and  lowering  the  hydrophones  using  the  pulley  arrangement  shown  it  is 
possible  to  determine  the  modal  pattern  and  to  measure  acoustic  intensity  at  all 
locations  in  the  pipe.  Figure  (7)  shows  typical  hydrophone  data  corresponding  to 
white  noise  excitation  of  the  fluid  column.  The  fluid  column  resonances  are 
evident  in  the  figure.  The  relative  size  of  these  resonant  peaks  varies  with 
measurement  location  corresponding  to  the  modal  pattern  for  the  particular  mode. 

This  modal  pattern  is  Important  to  establish  since  the  accuracy  of  the  intensity 
measurements  depends  greatly  on  the  proximity  of  the  measurement  location  to  a 
node  or  ancinode.  Furthermore,  the  standing  wave  ratio  (SWR)  obtained  from  this 
modal  pattern  can  be  used  to  obtain  estimates  of  acoustic  power  flow  which  can  be 
used  to  verify  the  accuracy  of  the  intensity  approach.  The  mode  shape  for  the 
84  Hz  mode  and  the  250  Hz  mode  are  shown  in  figures  (8)  and  (9).  It  is  interesting 
to  note  that  for  the  250  Hz  mode,  the  pressure  at  the  node  appears  to  decrease 
with  distance  from  the  source.  This  indicates  some  degree  of  dissipation  along 
the  length  of  the  pipe  as  discussed  earlier.  Measurements  of  overall  system  loss 
were  obtained  by  exciting  the  column  at  a  resonant  frequency  and  suddenly  shutting 
off  the  source.  Time  decay  measurements  of  loss  factor  are  then  possible  from 
the  resulting  decay  pattern  similar  to  that  shown  in  figure  (10).  This  composite 
loss  factor  corresponds  to  Loss  mechanisms  at  Che  fluid  terminations ,  inherent 
loss  of  the  fluid  itself  and  the  loss  of  energy  to  the  pipe  wall. 

Before  making  intensity  measurements,  it  was  necessary  to  calibrate  the 
measurement  system  to  determine  the  relative  phase  error  between  channels.  Having 
determined  this  phase  error  it  is  possible  to  correct  for  it.  The  calibration 
was  accomplished  at  the  frequencies  of  interest  by  measuring  the  response  of 
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both  channels  when  the  hydrophones  were  mounted  next  to  one  another  as  shown 
In  figure  (11),  i.e.,  at  the  same  location  In  the  pipe.  Any  difference  In  phase, 
either  due  to  the  hydrophones  themselves,  the  signal  conditioning  or  the  analyzer 
phase  response  could  then  be  corrected  for.  The  corrected  phase  accuracy  of  the 
measurement  system  was  about  .1  degrees.  Using  this  value  in  equation  (3)  along 
with  measured  values  for  the  phase  it  is  possible  to  establish  error  bounds 
for  the  Intensity  measurement  accuracy. 

Intensity  measurements  were  made  using  the  hydrophone  pair  shown  in  figure  (12) 
at  evenly  spaced  increments  along  the  pipe  with  sinusoidal  excitation  (84  Hz  and 
215  Hz)  corresponding  to  these  modal  resonance  frequencies.  Figures  (13)  and 
(14)  show  the  measured  power  flow  as  a  function  of  distance  along  the  pipe.  The 
power  flow  estimates  were  obtained  using  the  intensity  measurement  formulation 
given  by  equation  (1)  and  standing  wave  ratio  formulation  given  by  equation  (5). 
Also  shown  in  the  figure  are  estimates  of  the  error  bounds  on  the  Intensity 
measurement. 

For  both  the  84  Hz  and  the  250  Hz  modes,  there  is  clearly  an  overall  decrease 
in  the  acoustic  intensity  as  distance  from  the  source  increases.  For  the  250  Hz 
mode,  there  is  about  40  mW  lost  along  the  length  and  about  20  mW  lost  at  the  open 
end.  The  former  corresponds  to  a  distributed  loss  mechanism  whereas  the  latter 
corresponds  to  a  local  loss  characterized  by  a  reflection  coefficient,  R.  The 
data  corresponding  to  the  84  Hz  mode  Is  somewhat  difficult  to  interpret  due  to 
the  large  error  bounds  indicated  in  Che  figure.  The  250  Hz  node  >n  the  other 
hand  indicates  that  the  power  levels  measured  using  the  intensity  method  demon¬ 
strated  a  characteristic  which  corresponds  to  the  mode  shape.  Comparison  with 
figure  (9)  indicates  that  the  power  levels  appear  to  have  local  maxima  which 
coincide  with  the  pressure  nodes.  Furthermore,  the  power  flow  appears  to  at  some 


locations,  increase  with  increasing  distance  from  the  source.  This  type  of 
behavior  would  indicate  that  energy  is  being  lost  to  the  pipe  wall  at  soae 
locations,  pressure  nodes,  and  is  being  received  froa  the  pipe  wall  at  others, 
pressure  antinodes.  The  estiaated  error  in  the  intensity  (due  to  phase 
errors)  does  not  appear  large  enough  to  explain  this  behavior.  Furtheraore,  an 
analysis  of  the  possible  loss  due  to  dissipation  in  the  medium  predicts  that 
there  should  be  no  measurable  loss  resulting  from  this  mechanism^.  Since  this 
energy  loss  is  not  attributable  to  the  air  damping,  it  must  in  fact  be  due  to 
fluid/structure  interaction,  i.e.,  energy  is  being  transferred  from  the  fluid 
column  to  the  pipe  wall.  It  should  be  pointed  out  at  this  point  that  in  theory, 
due  to  the  symmetry  of  the  setup  there  is  no  mechanism  for  the  axisymmet ric 
fluid  column  motion  to  excite  any  of  the  circumferential  or  axial  pipe  modes. 

In  practice,  however,  there  are  asymmetries  in  the  pipe  wall  and  the  foundation 
system  which  allow  for  a  substantial  excitation  of  these  pipe  modes11. 

Very  good  agreement  between  the  intensity  measurement  approach  and  the  SWR 

approach  is  indicated  in  the  figure.  The  power  flow  levels  obtained  using  both 

approaches  confirm  that  there  is  an  overall  loss  in  energy  along  the  pipe  as 

distance  from  the  source  is  increased.  The  discrepancies  between  the  two 

measurement  approaches  are  probably  due  to  the  finite  difference  bias  error 

associated  with  2  point  intensity  measurements.  This  error1  which  is  given  by 

sin  k  a  accounts  for  an  8  percent  underestimation  by  the  intensity  measurements 
kA 

which  is  approximately  the  size  of  the  error  observed. 

ACCELEROMETER  MEASUREMENTS 

Structural  intensity  measurements  were  made  on  the  pipe  wall  in  an  attempt  to 
account  for  the  measured  energy  transfer  from  the  fluid  column.  It  is  possible 
that  the  energy  is  1 )  dissipated  in  the  pipe  wall,  2)  dissipated  or  transmitted 
through  the  foundation  system,  or  3)  being  recirculated  with  the  acoustic  energy 


along  Che  lengch.  Ideally,  Intensity  measurements  should  be  able  to  Identify  to 
what  degree  and  by  what  mechanism  Che  energy  exchange  occurs.  There  was  a  great 
deal  of  difficulty,  however,  in  actually  measuring  power  flow  in  the  pipe  wall. 

The  primary  shortcoming  of  the  structural  intensity  measurements  is  that  the 
intensity  expression  given  in  equation  (1)  accounts  only  for  power  associated  with 
bending  motion  (n*l ).  Figure  (15)  shows  a  typical  accelerometer  spectrum  which 
results  when  the  fluid  column  is  excited.  Clearly  many  modes  are  excited. 

These  modes  correspond  in  some  cases  to  circumferential  as  well  as  axial  modes. 

Even  at  frequencies  below  the  first  circumferential  mode,  there  is  difficulty  in 
interpreting  the  results  since  there  is  no  unique  plane,  (x,  z  plane  of  figure 

(2))  for  which  the  axial  vibrations  are  occurring.  Therefore,  for  this  setup, 

power  flow  corresponding  to  the  bending  modes  will  be  associated  with  x,z  planes 
which  are  somewhat  random  since  they  are  determined  by  random  Imperfections  in 
the  pipe  and  the  pipe  suspension  system.  It  was  decided  that  investigation  of 
the  energy  exchange  between  the  pipe  wall  and  the  fluid  column  could  best  be 
achieved  in  a  system  where  the  vibration  in  the  x,  z  plane  is  uniquely  defined. 

For  example,  if  there  were  an  elbow  in  the  piping  system  there  would  be  substantial 

interaction  occurring  at  the  elbow  which  would  result  in  axial  waves  in  the  plane 

defined  by  elbow.  Such  an  experiment  has  been  anticipated  as  the  next  phase  of 
this  research.  For  such  an  experimental  setup  the  geometry  is  complicated  by 
the  elbow  so  that  the  use  of  hydrophones  raised  and  Lowered  in  the  pipe  is  not 
possible.  This  requirement  has  Led  to  the  development  of  alternative  pressure 
sensing  devices  which  has  in  turn  Led  to  the  development  of  a  piezoelectric 
strip  dynamic  pressure  transducer.  Experiments  conducted  using  this  sensor  are 


now  discussed. 


PIEZOELECTRIC  STRIP  (PVDF)  CHARACTERIZATION 


Plezoelectirc  film  scrips  in  a  configuration  suitable  for  use  as  a  measure 
axisymmetric  motions  of  a  pipe  wall  were  procurred  from  Pennwalt  Corporation,  King 
of  Prussia,  PA.  This  configuration  consists  of  a  .2"  x  18"  PVFD  piezoelectric 
film  which  is  manufactured  by  Pennwalt  under  the  brand  name  KYNAR  for  another 
application.  The  piezoelectric  element  is  metalized  on  both  sides  and  coated 
with  mylar  which  acts  as  an  insulator.  The  overall  charge  generated  along  the 
strip  is  measured  by  attaching  leads  to  the  top  and  bottom  metalized  sections 
which  are  not  coated  with  mylar  at  one  end.  Since  these  electrical  connections 
are  made  at  one  end,  it  is  possible  to  cut  the  piezoelectric  strip  to  any 
convenient  Length.  Figure  (16)  shows  a  section  of  the  piezoelectric  element. 

The  piezoelectric  stress  constant  which  is  most  important  for  this  application 
is  the  G31  constant,  i.e.,  the  charge  generated  in  the  3  direction  to  a  strain 

in  the  1  direction.  The  piezoelectric  strips  were  provided  without  any  Information 

regarding  these  constants  so  that  it  was  necessary  to  devise  an  experiment  for 
measuring  them.  A  schematic  of  an  experimental  setup  used  for  accomplishing 
this  is  shown  in  figure  (17).  The  piezoelectric  film  element  was  suspended  from 
a  rigid  support  and  was  excited  by  a  shaker  which  was  In  turn  suspended  from  the 
piezoelectric  element.  The  element  was  excited  by  driving  the  shaker  with  white 
noise.  The  output  of  the  element  was  compared  to  the  output  of  a  piezoelectric 
accelerometer  mounted  in  the  shaker  impedance  head.  The  output  from  both  these 
sensors  were  conditioned  using  Kistler  5004  charge  amplifiers.  The  analysis 
was  performed  using  a  Nicolet  660  dual  channel  spectrum  analyzer  which  was  capable 
of  integrating  the  accelerometer  spectrum  twice  to  obtain  the  displacement  spectrum 

of  the  excitation.  Figure  (18)  shows  the  ratio  of  the  excitation  to  piezoelectric 

strip  response.  This  ratio  has  constant  amplitude  and  zero  phase  for  all  frequencies 
up  to  about  500  Hz.  Knowing  the  excitation  level  it  is  possible  to  determine 


the  constant  for  the  12"  section  of  PVFD  which  was  to  be  used  for  subsequent 
tests  on  a  4"  diameter  pipe.  The  lack  of  linearity  at  higher  frequencies  was 
felt  to  be  an  artifact  of  this  experiment  and  not  a  characteristic  of  the  material. 
At  these  frequencies  the  resonance  of  the  spring  mass  system  characterized  by 
the  piezoelectric  strip  compliance  and  the  shaker  mass  are  effecting  the  result. 

MEASUREMENTS  OF  DYNAMIC  PRESSURE  USING  PVDF  STRIP 

The  piezoelectric  strip  characterized  in  the  preceeding  experiment  was 
attached  to  the  outside  of  the  pipe  wall  as  shown  in  figure  (19).  Due  to  the 
low  strain  levels  anticipated  it  was  necessary  to  glue  the  strip  to  the  wall 
using  cyanoacrylate.  Figure  (20)  shows  a  comparison  of  the  spectrum  obtained 
using  the  piezoelectric  strip  to  that  obtained  using  a  hydrophone  at  the  same 
Location  with  the  fluid  column  being  excited  with  white  noise.  Figure  (21) 
shows  a  comparison  of  the  piezoelectric  strip  output  to  the  response  of  an 
accelerometer  mounted  near  the  strip.  Figure  (20)  indicates  that  there  is  a 
measurable  response  of  the  strip  at  frequencies  corresponding  to  the  acoustic 
column  resonances  up  to  about  300  Hz.  There  are,  however,  other  -nodes  present 
in  the  PVDF  strip  output  which  correspond  to  the  structural  pipe  modes  as  indicated 
by  figure  (21).  This  indicates  that  in  its  present  conf igurat ion  the  device 
cannot  completely  cancel  out  the  effects  of  these  structural  modes.  There  is 
ilso  a  considerably  Large  component  due  to  60  cycle  noise  ind  its  harmonics 
evident  in  the  PVDF  strip  output.  This  is  due  to  the  fact  that  it  was  necessarv 
to  use  very  light  gage,  unshielded  wires  with  the  film  since  the  forces  exerted 
by  heavier,  Less  flexible  wires  tended  to  tear  the  metal  foil  off  the 
piezoelectric  strip.  Piezoelectric  film  is  also  known  to  be  sensitive  to 
electromagnetic  signals.  Figure  (22)  shows  a  comparison  of  the  hydrophone  output 
to  the  PVDF  film  in  the  0  to  100  Hz  range  indicating  that  at  these  frequencies  the 
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fila  Is  capable  of  reproducing  some  of  Che  finer  details  of  Che  resonant  pressure 
response  corresponding  Co  Che  column  resonances.  The  PVDF  strip  pressure  also 
exhibited  good  aaplitude  linearity  when  compared  to  the  hydrophone  data. 

CONCLUSIONS  AND  RECOMMENDATIONS 

Experiments  conducted  In  the  course  of  this  phase  of  the  research 
Lead  to  the  following  conclusions: 

1.  Measurements  of  acoustic  intensity  Inside  the  pipe  using  accelerometer 
measurements  mounted  on  the  pipe  wall  are  not  feasible.  This  is  due  to  the  fact 
that  pipe  wall  breathing  is  not  the  principal  response  to  an  internal  dynamic 
pressure.  Instead,  the  pipe  response  demonstrates  modal  characteristics 

which  offer  no  information  regarding  the  internal  dynamic  pressure  excitation. 

2.  Measurements  of  acoustic  intensity  made  using  hydrophones  inside  the  pipe 
yield  very  accurate  estimates  of  acoustic  power  distribution  inside  the  pipe. 

These  estimates  point  to  substantial  structure  fluid  interaction  with  the  possibility 
of  energy  being  circulated  between  media  along  the  pipe.  These  results,  however, 
require  further  Investigation. 

3.  Structural  intensity  measurements  of  bending  waves  on  the  pipe  wall  could 
not  account  for  the  transfer  of  energy  from  the  fluid  to  the  wall  in  the  present 
experimental  facility  since  there  was  no  plane  of  bending  which  could  be  clearly 
identified.  A  similar  experiment  is  planned  on  an  elbow  for  which  there  will  be 
considerable  fluid  structure  interaction  at  the  elbow  3nd  for  which  the  plane  of 
bending  will  be  uniquely  defined. 


4.  The  capabiliCy  of  using  piezoelectric  film  (PVDF)  strip  wrapped  around  a 
pipe  wall  to  measure  internal  dynamic  pressure  has  been  demonstrated.  This 
development  is  in  its  earliest  stage.  Configurations  of  this  material  which  have 
increased  sensitivity  to  pipe  wall  breathing,  while  at  the  same  time,  discriminating 
against  other  circumferential  and  axial  pipe  wall  vibrations  will  be  sought. 
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Fig.  3.  Circumferential  piezoelectric  accelerometer. 
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10.  Time  decay  measurements  of  system  loss. 
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Fig.  16.  Section  of  piezoelectric  film  strip. 


Fig.  17.  Experimental  setup  tor  characterizing  piezoelectric  strip 
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Comparison  of  piezoelectric  strip  output  with  hydrophone  output 
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